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Abstract — A  joint  effort  between  the  U.S.  Naval  Academy  and  Four  Terminal-Pair  Capacitor 


the  National  Institute  of  Standard  and  Technology  (NIST)  resulted 
in  the  development  of  a  method  to  characterize  the  capacitance 
and  dissipation  factor  of  a  set  of  commercial  standard  four  ter¬ 
minal-pair  (4TP)  capacitors.  The  method  depends  on  network  an¬ 
alyzer  impedance  measurements  at  high  frequencies  (40  MH-200 
MHz)  and  a  regression  of  these  measurements  down  to  the  fre¬ 
quency  range  of  10  MHz-1  kHz.  This  paper  provides  an  analysis  of 
the  sensitivity  of  the  regression  parameters  and  the  high-frequency 
impedance  measurements. 

Index  Terms — Capacitance,  dissipation  factor,  four  ter¬ 
minal-pair  capacitor,  high  frequency,  impedance,  precision 
measurements,  sensitivity  analysis. 

I.  Introduction 

SEVERAL  groups  have  worked  on  the  characterization  of 
four  terminal-pair  (4TP)  capacitance  standards  at  high  fre¬ 
quencies  [  1  ]— [9] .  The  work  originally  started  with  Cutkosky  and 
Jones  of  the  National  Institute  of  Standards  and  Technology 
(NIST)  and  was  followed  by  Suzuki,  Aoki,  Yokoi,  Yonekura, 
and  Wakasugi  of  HP  Japan.  This  paper  describes  a  variation  of 
the  technique  described  by  Aoki  et  al.  to  predict  a  capacitor's 
frequency  characteristic  [  1  ]— [3]  The  method  is  sensitive  to  re¬ 
gression  parameter  selection  and  the  paper  gives  a  detailed  anal¬ 
ysis  of  the  techniques  used  to  calculate  reasonable  values  for 
these  parameters. 

The  principles  of  a  capacitor  frequency  characteristic  predic¬ 
tion  (CFCP)  method  is  described  in  [1]  and  some  practical  as¬ 
pects  are  addressed  in  [3]  and  [9].  As  a  background  introduction 
to  our  discussion,  the  practical  realization  of  the  CFCP  method 
is  summarized. 

II.  Practical  Realization  of  the  CFCP  Method 

The  following  equation  represents  the  calculation  of  a  4TP 
impedance  from  driving-point  impedances  (measurable  with  a 
network  analyzer)  [1],  [3]  (see  Fig.  1): 
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Fig.  1 .  Four  terminal-pair  capacitance  standard. 

Za  is  the  driving-point  impedance  at  port  i  with  all  other  ports 
left  open,  Ziisj  is  the  driving-point  impedance  at  port  i  with  port 
j  shorted  and  all  other  ports  left  open. 

Present  measurement  requirements  at  NIST  have  made  it  nec¬ 
essary  to  develop  an  updated  approach  for  determining  four  ter¬ 
minal-pair  capacitance  and  dissipation  factor  in  the  frequency 
range  of  1  kHz- 10  MHz.  In  the  proposed  procedure,  a  network 
analyzer  is  used  to  measure  the  driving  point  impedance  values 
at  very  high  frequencies  and  a  regression  analysis  is  performed 
to  predict  the  capacitor's  frequency  characteristic  at  frequencies 
from  1  kHz  to  10  MHz. 

In  order  to  measure  the  necessary  impedances,  namely,  Za 
and  Zusj,  the  following  procedure  is  performed. 

Step  1)  The  network  analyzer  is  verified  and  calibrated  over 
the  frequency  ranges  used  to  conduct  the  driving- 
point  impedance  measurements. 

Step  2)  Impedances  Za  and  Zasj  are  measured  using 
the  network  analyzer  over  the  specific  frequency 
ranges.  Equation  (1)  demonstrates  the  need  to  know 
the  values  of  impedance  differences:  Z\\  —  Z\\s 2, 
Zn  —  Zus3,  Z44  —  Z44S2,  and  Z44  —  ^4453. 
Throughout  the  rest  of  this  paper  Za  —  Zusj  is  used 
to  represent  these  difference  measurements. 

Step  3)  A  circuit  diagram  [4],  [5]  of  a  4TP  capacitance  stan¬ 
dard  is  shown  in  Fig.  1 .  It  is  assumed  that  the  capac¬ 
itive  component  of  this  impedance  does  not  change 
with  frequency.  Capacitances  Co,  Cllg,  and  C\g  (see 
Fig.  1)  are  measured  at  1  kHz  using  a  high-accuracy 
capacitance  bridge.  Capacitance  Co  is  the  nominal 
capacitance  measured  between  the  high  and  low  ter¬ 
minals,  Chg  is  the  capacitance  measured  between  the 
high  and  ground  terminals,  and  C\g  is  the  capaci¬ 
tance  measured  between  the  low  and  ground. 
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Fig.  2.  Real  and  imaginary  parts  of  the  measured  impedance  for  a  100  pF  capacitor. 


Step  4)  It  is  assumed  that  the  change  in  the  capacitor's  fre¬ 
quency  characteristic  is  due  only  to  the  inductive 
and  resistive  impedance  components.  For  example, 
impedance  Zu-aaj  is  represented  in  the  form 


solved  using  regression  techniques.  To  reduce  the 
influence  of  skin  effect,  the  measured  real  compo¬ 
nent  must  first  be  normalized  using  the  formula 


% ii—iisj  j  (  2 7 T f  Lii—Hsj 


i 


2tt  fCn—i 


•  (2) 


In  the  above  equation,  circuit  analysis  techniques 
are  used  to  solve  the  equivalent  capacitance  at  each 
of  the  ports  on  a  capacitor,  G'u  and  Ciisj .  The 
remaining  resistive  and  inductive  components  are 


R 


R 


Normalized  — 


Measured 


Measured 


(3) 


Step  5)  This  approach  simplifies  the  regression  process  so 
that  resistive  and  inductive  components  may  be  an¬ 
alyzed  separately,  i.e.,  the  resistive  components  are 
calculated  from  the  real  part  of  the  network  ana¬ 
lyzer  measurements  after  being  normalized  using 
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Real  Simulated  Impedances  (100  pF  Standard) 
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Fig.  3.  Simulated  values  for  impedance  using  a  model  for  a  100  pF  capacitor. 


(3).  Likewise,  the  inductive  components  are  calcu¬ 
lated  from  the  imaginary  part  of  the  network  ana¬ 
lyzer  measurements  according  to  (2).  The  form  of 
the  regression  used  is 

A(f)=Ao  +  fpAr  (4) 


where 


A0  =  meaxi(Lu-iiaj )  -  J4rmean(/)  (5) 

YlLu-Usjn  —n\ea.n(Lii-iisj )]  Ylfn  -mean(/)] 


Ar  = 


T.  [  Lg-iisi  „  mean  ( Lu-nsj  )]■ 


(6) 


n  is  the  number  of  measurements  taken  using  the 
network  analyzer,  andp  is  the  frequency  exponent.  A 


more  detailed  explanation  on  the  selection  of  regres¬ 
sion  parameters,  as  well  as  measurement  frequency 
ranges,  is  given  below. 

Step  6)  The  last  step  is  to  predict  the  value  of  each  driving- 
point  impedance  at  a  desired  frequency.  The  regres¬ 
sion  (4)  may  be  used  to  predict  Ru-u2j  and  Lu-uaj 
for  any  frequency  in  the  range  1  kHz- 10  MHz.  Equa¬ 
tions  (1)  and  (2)  are  then  used  to  predict  the  resulting 
impedance,  Z^p. 


III.  Regression  Parameter  Selection 

By  using  a  network  analyzer  to  measure  the  capacitor's  im¬ 
pedances,  several  limitations  in  selecting  the  measurement  fre¬ 
quency  ranges  take  place. 
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Fig.  4.  The  100  pF  capacitor  impedance  measurements  to  be  compared  with  simulations  in  Fig.  3. 


Network  analyzers  are  calibrated  using  standard  open,  short, 
and  load  devices.  The  standard  load  is  a  calibrated  50  Q  re¬ 
sistor.  In  order  to  maintain  high  accuracy,  the  network  ana¬ 
lyzer  should  measure  the  test  capacitor  at  frequencies  where 
its  impedance  is  on  the  order  of  50  Q.  To  further  reduce  the 
influence  of  any  network  analyzer  offset  errors,  Z\\  and  Z44 
are  measured  twice.  For  example,  Z\\  is  measured  just  prior 
to  measuring  Zllg2  and  also  just  before  measuring  Zlls3. 


4TP  air  dielectric  capacitors  exhibit  extremely  low  dissipa¬ 
tion  factor  behavior  (on  the  order  of  10“ 5  or  lower).  In  gen¬ 
eral,  network  analyzers  cannot  resolve  this  behavior.  To  over¬ 
come  this  limitation,  the  measurements  may  be  made  at  ex¬ 
tremely  high  frequencies  where  the  dissipation  factor  compo¬ 
nents  dominate  the  behavior.  However,  these  are  the  same  fre¬ 
quencies  where  the  real  components  of  the  measurements  are 
severely  influenced  by  skin  effect.  A  tradeoff  must  be  made. 
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(c) 


Imaginary  Simulated  impedance  Differences  (100  pF  Standard) 


(d) 

Fig.  4.  (Continued.)  The  100  pF  capacitor  impedance  measurements  to  be  compared  with  simulations  in  Fig.  3. 


The  third  guideline  in  the  selection  of  measurement  frequen¬ 
cies  is  related  to  the  frequency  characteristic  of  each  port  mea¬ 
sured.  Since  the  regression  is  used  to  estimate  the  capacitor's 
frequency  characteristic,  the  measurements  must  be  made  far 
away  from  any  resonances  (frequencies  where  the  impedance 
is  nonreactive). 

The  complexity  of  the  problem  lies  in  the  fact  that  there  are 
seven  different  impedances  to  be  measured  in  order  to  estimate 
the  capacitor's  frequency  characteristic.  The  real  and  imaginary 
parts  of  the  impedance  for  a  number  of  air  capacitors  were  mea¬ 
sured  in  the  range  20  MHz-200  MHz  using  a  network  analyzer. 
The  example  in  Fig.  2  shows  impedance  measured  for  a  100 
pF  air  capacitor.  The  results  show  the  significant  difference  in 
measured  values  between  the  real  and  the  imaginary  parts  of 
the  impedances.  This  figure  and  subsequent  figures  are  given 
to  demonstrate  the  complexity  of  the  optimization  process,  not 
necessarily  the  details.  To  achieve  optimal  network  analyzer 


measurements  that  are  around  50  O,  the  frequency  ranges  have 
to  be  around  100  MHz  (note  log(50)  ~  1.7).  Note  also  the 
number  of  resonant  frequencies  to  be  avoided.  Air  capacitors 
have  very  small  dissipation  factor  and  the  measured  real  com¬ 
ponent  is  very  small.  At  lower  frequencies  the  imaginary  com¬ 
ponent  of  a  capacitor  (and  thus,  Q  factor)  is  sufficiently  high 
that  the  network  analyzer  is  unable  to  resolve  the  real  compo¬ 
nent. 

Directly  related  to  the  frequency  range  selection  is  the  selec¬ 
tion  of  the  regression  exponent  parameter,  p.  A  detailed  model 
of  a  capacitor  is  necessary  in  order  to  find  the  best  regression 
fit.  Simulations  were  performed  based  on  the  model  published 
by  Yonekura  and  Wakasugi  [3],  Using  nominal  values  for  resis¬ 
tive,  inductive,  and  capacitive  components  of  the  model  capac¬ 
itor,  a  procedure  was  developed  to  simulate  a  wide  range  of  net¬ 
work  analyzer  measurements.  The  model  calculations  were  then 
compared  to  the  measurements  of  a  real  capacitor.  The  measure  - 
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Dissipation  and  Capcitance  Fit  -x- ;  Each  Driving  Point  Impedanca  Fit  -o-  Dissipation  and  Capacitance  Fit  -x  Each  Driving  Point  Impedance  Fit  -c- 


Frequency  [MHzJ 


Frequency  |Hz) 


(C) 


(d) 


Dissipation  Factor  Fit  -x-  and  Capacitance  Fit  -o- 


Frequency  [MHz] 


(e) 


Fig.  5.  (a)  Total  impedance  differences  for  two  different  sets  of  regression  parameters,  (b)  Capacitance  characteristics  for  two  different  sets  of  regression 
parameters,  (c)  Dissipation  factor  results  for  two  different  sets  of  regression  parameters,  (d)  Power  exponents  for  resistive  and  inductive  regressions  parameters 
obtained  by  fitting  each  driving-point  impedance  curve,  (e)  Power  exponents  for  resistive  and  inductive  regressions  parameters  obtained  by  fitting  dissipation 
factor  curve  and  capacitance  differences  curve  separately. 
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ment  vs.  simulation  data  show  good  agreement  (see  Fig.  3  for 
the  simulations  and  Fig.  4  for  the  measurements).  Based  on  this 
agreement,  it  was  concluded  that  it  is  acceptable  to  use  the  given 
model  as  a  starting  point  in  a  search  for  an  optimal  set  of  regres¬ 
sion  parameters. 

The  regression  method  used  with  a  varied  set  of  regression  pa¬ 
rameters  was  applied  to  the  simulated  data  to  predict  the  capac¬ 
itor's  frequency  characteristic.  Since  the  impedance  of  the  model 
capacitor  could  be  calculated  at  any  frequency,  the  criterion  for 
optimal  parameter  selection  was  based  on  the  best  fit  between 
the  predictions  using  the  regression  method  and  impedance  cal¬ 
culations  using  the  model. 

A  search  program  was  developed  to  test  a  range  of  regres¬ 
sion  parameter  values  using  small  incremental  steps.  Since  the 
goal  of  this  method  is  to  accurately  predict  a  capacitor's  dissipa¬ 
tion  factor  and  capacitance  change  over  a  range  of  frequencies, 
these  two  properties  were  optimized  independently  and  sets  of 
regression  parameters  for  resistive  and  inductive  components 
were  found.  One  way  to  set  a  selection  criterion  is,  for  each 
of  the  4TP  air  capacitors  evaluated  in  the  study,  to  determine 
a  single  exponent  parameter  for  use  in  the  inductance  regres¬ 
sions  and  a  single  exponent  parameter  for  use  in  the  resistance 
regressions.  Another  way  to  set  a  selection  criterion  is  to  search 
for  the  best  fit  for  each  driving-point  impedance.  These  imped¬ 
ances  are  given  in  (1).  In  this  way  ten  different  values  (five  for 
the  resistive  and  five  for  the  inductive  components)  for  the  fre¬ 
quency  exponent  parameter,  p,  were  found  for  each  4TP  capac¬ 
itor.  Fig.  5(a)-(e)  shows  several  plots  comparing  results  from 
two  different  sets  of  parameter  values.  Fig. 5(a)  compares  total 
impedance  results,  showing  better  results  when  each  driving 
point  impedance  curve  is  addressed  separately  compared  to  the 
cumulative  parameter  for  the  dissipation  and  capacitance  dif¬ 
ference  result.  Fig.  5(b)  and  (c)  compare  capacitance  charac¬ 
teristics  and  dissipation  factor  results.  These  results  are  similar 
for  both  selection  procedures.  Fig.  5(d)  and  (e)  list  power  expo¬ 
nents  for  the  resistive  and  inductive  regressions  obtained  using 
the  presented  search  procedure. 

The  search  program  was  also  tested  using  different  network 
analyzer  measurement  frequency  ranges.  It  was  found  that 
the  values  for  the  frequency  exponent  parameter  p  change 
significantly  from  range  to  range.  This  leads  to  the  conclusion 
that  the  CFCP  method  can  not  be  implemented  successfully 
without  having  a  detailed  model  of  a  test  capacitor.  Future 
research  should  address  the  results  of  simulations  on  the  sensi¬ 
tivity  of  the  CFCP  method  due  to  variations  in  the  regression 
parameters. 

IV.  Conclusion 

The  results  of  the  analysis  of  the  CFCP  method's  sensitivity 
to  exponent  parameter  variation  have  shown  that  this  sensitivity 
is  a  significant  contributor  in  the  uncertainty  analysis  of  NIST's 
capacitance  standard  measurement  system.  A  detailed  descrip¬ 
tion  and  uncertainty  analysis  of  this  system  are  addressed  in  an¬ 
other  paper. 
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